To examine the efficacy of a three-dimensional (3D) endoscope for endoscopic sinus and skull base surgery.
efficacy of 3D endoscopes was examined on five cadavers. We performed conventional endoscopic sinus surgery (ESS) in five cases and hypophysectomy in two cases using a 3D endoscope. The educational advantages of the 3D endoscope were assessed using questionnaires given to the participants of cadaver dissection courses.
Results
In the posterior portion of the nasal cavity, images captured via 3D endoscopy provided a superior perception of depth of information than those via two-dimensional (2D) endoscopy. All endonasal surgeries were completed in clinical settings using a 3D endoscope without perioperative complications. In terms of the operative time and amount of bleeding, the results of 3D endoscopic surgeries were not inferior to those of 2D endoscopic surgeries. Fatigue from 3D viewing through polarized glasses did not adversely affect performance of the surgery. Moreover, questionnaires for the evaluation 3 of educational efficacy were completed by 73 surgeons. Of the respondents, 89% agreed that 3D endoscopy provided a better understanding of the surgical anatomy than did 2D endoscopy. As for the site where 3D endoscopy would be the most useful for understanding surgical anatomy, 40% of the respondents named the skull base; 29%, the posterior ethmoid sinuses; and 26%, the sphenoid sinus; and 9%, the ethmoid bulla and middle turbinate.
Conclusion
The 3D endoscope contributes to a more precise anatomical understanding of the posterior structures of the sinuses and skull base and ensures a more precise operation of the instruments. Thus, 3D endoscopes will likely become a standard device for endonasal surgery in the near future.
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INTRODUCTION
Endoscopic surgery is a standard procedure for the treatment of sinus diseases [1] .
Improvements in image quality have contributed to advances in endoscopic sinus surgery (ESS) and have promoted the use of the endoscopic approach in skull base surgery [2] .
Although ESS has shown remarkable progress, there are still problems to overcome; for example, the incidence of perioperative complications has not decreased [3] despite the recent development of new surgical instruments, including endoscopes. Recently, threedimensional (3D) endoscopes became available for use in endonasal surgery, and previous publications have demonstrated the efficacy and limitations of 3D endoscopes in endonasal sinus or skull base surgery [4] [5] [6] [7] . In these reports, 3D images were reconstructed from multiple 2D images captured using special lenses that imitate the compound eye of bees, from various angles [8] .
In the present study, we examined the efficacy of a 3D endoscope that has two lenses and provides a 3D view from two overlapping 2D images for ESS and skull base surgery.
MATERIALS AND METHODS
3D endoscope
The 3D endoscope (Shinko Optical, Tokyo, Japan) had an outer diameter of 4.7 mm, 5 length 180 mm, and comprised two endoscopes with a 1.9-mm outer diameter for the left and right visual fields (Fig. 1) . A circular polarization-multiplexed system was used to generate 3D images. Images from the two lenses were filmed using a high-definition charge-coupled device (CCD) camera at 1920 × 1080 pixels, followed by conversion to 1920 × 540 pixels. Furthermore, two images were horizontally sliced at the pixel level and visualized on a polarized monitor using the line-by-line method, allowing surgeons to view 3D images through polarized glasses (Fig. 1) . A 2D endoscope (Karl Storz, Tuttlingen, Germany) was provided for comparison with the 3D endoscope for specification, visibility, and operability. The specifications of 3D and 2D endoscopes are shown in Table 1 . The 2D endoscopes (Medtronic, Minneapolis, USA) were equipped with an irrigation system. In addition, a specially ordered instrument (Yamamura Ikakikai, Kyoto, Japan) which employed the same irrigation system was developed for the 3D endoscope.
Clinical efficacy
The clinical efficacy of 3D endoscopes was examined during surgical procedures on five cadavers including septoplasty, pansinusotomy, extended sphenoidotomy, frontal sinusotomy with the modified Lothrop procedure, orbital decompression, 
Educational efficacy
The educational advantages of the 3D endoscope were assessed using questionnaires given to the participants of cadaver dissection courses at our institution (Kyoto University, Kyoto, Japan). We demonstrated both 3D and 2D endoscopic images to the participants 
RESULTS
Clinical efficacy
During cadaver dissection, all surgical procedures were completed with 3D endoscopy.
The viewing angle of the 3D endoscope used in this study was 80°, which was narrower 8 than that of a 2D endoscope (100°). Narrower viewing angles provided images without distortion and that characteristic led to the precise handling of the endoscope when we operated on lateral structures, such as the uncinate process or the medial wall of the orbit.
In the posterior portion of the nasal cavity, images of 3D endoscopy provided a superior perception of depth of information than those via 2D endoscopy. The benefit of 3D viewing was especially obvious in the posterior ethmoid and sphenoid sinuses. Both 3D and 2D endoscopic images of cadavers are shown in Fig. 2 .
All endonasal surgeries were completed in clinical settings using a 3D endoscope without perioperative complications. Similar to the results from the cadaver dissections, 3D endoscopy provided a superior perception of depth, especially in the posterior ethmoid and sphenoid sinuses (Fig. 3) . In particular, the advantages of 3D viewing were notable during the dissection of a pituitary tumor. The operative time and amount of bleeding associated with 3D ESS and 3D endoscopic hypophysectomy are presented in Table 2A , and the results of 2D ESS are shown in Table 2B . In one of the cases, the operative time was longer than the upper limit of the 95% confidence interval range in 2D ESS. In the other cases, the operative time was not longer than the upper limit of 95% confidence interval range of 2D ESS. In terms of the amount of bleeding, all results of 3D ESS fell within the 95% confidence interval of the results of 2D ESS. However, a disadvantage of 9 3D endoscopy was its lack of brightness, which became evident in a bloody surgical field.
There were no particular problems in terms of operability. As for fatigue from 3D viewing through polarized glasses, the surgeon felt eye fatigue at the beginning of the operation; but, after a few minutes, the surgeon's eyes adapted to the field of vision, and eye fatigue did not adversely affect performance of the surgery.
Educational efficacy
Questionnaires were completed by 73 surgeons, including 63 otolaryngologists and 10 neurosurgeons. The median surgical experience was 14 years (ranging from 2 to 29 years) for the otolaryngologists and 15 years (ranging from 9 to 25 years) for the neurosurgeons.
In the questionnaires, 89% of the respondents agreed that 3D endoscopy provided a better understanding of the surgical anatomy than did 2D endoscopy (Fig. 4) . Regarding perioperative complications, 75% of the respondents stated that 3D endoscopy would decrease the risk of perioperative complications (Fig. 4) . In addition, a majority of the respondents wanted to use 3D endoscopy in clinical settings; however, only 50% of the respondents agreed that 3D endoscopy would make surgical procedures easier (Fig. 4) .
As for the site where 3D endoscopy would be most useful for understanding surgical anatomy, 40% of respondents named the skull base; 29%, the posterior ethmoid sinuses; 26%, the sphenoid sinus; and 9%, the ethmoid bulla and middle turbinate.
DISCUSSION
During surgeries involving conventional 2D endoscopes, it is necessary to understand the complicated 3D structure of the sinuses from planar images. This complexity leads to a lack of perception of depth and causes a disparity between the location recognized on the monitor and the actual location of an instrument, thereby reducing the precision of surgery in the anteroposterior direction. 3D endoscopes were developed in the 1990s as devices meant to help overcome this shortcoming [9] . However, poor image quality and severe visual fatigue have impeded dissemination of 3D endoscopes in clinical practices.
Recently, these devices gained popularity among clinicians because of new technological developments. In particular, a laparoscopic operation involving 3D endoscopy has become more common due to the introduction of the da Vinci System (Intuitive Surgical, Sunnyvale, CA, USA) [10] . The dissemination of neuroendoscopy in the field of neurosurgery has accelerated improvements of the endoscopic devices. Thus, at present, pituitary surgery, involving 2D and 3D endoscopy and reported that there were no significant differences [12] . In our results, the operative time of one case was remarkably longer than the results of 2D ESS. However, we considered that mediocre result was caused by assessing the utility of a 3D endoscope during the operative time. Equivalence in bleeding indicated that ESS with a 3D endoscope is not inferior to that with a 2D endoscope in terms of safety. These results suggest that 3D endoscopic surgery may be an alternative to the conventional 2D endoscopic surgery. Our results also demonstrate a superior perception of depth with 3D endoscopy compared to that with 2D endoscopy; this improvement may ensure more a precise control of surgical instruments. In contrast, the lack of brightness in the surgical view is a disadvantage of 3D endoscopy. This disadvantage does not influence the results of 3D ESS in our experience; however, we suppose that less brightness of 3D endoscope results in the difficulty of operability in the cases with excessive blood loss. Furthermore, blood adhesion on a part of the tip of the 3D endoscope frequently led to the disruption of proper image construction because 3D image synthesis required a clear image from both lenses. Nevertheless, we have developed a special irrigation instrument for the 3D endoscope which applies existing irrigation system. Proper irrigation during surgery enables simultaneous cleaning of the 12 lenses of endoscope and cleaning of the bloody surgical field. Therefore, we consider that the advantage of 3D endoscope becomes if a proper irrigation system is prepared and bleeding is well controlled. In addition, recent developments in monitor and light source technology are remarkable and may contribute to resolving that problem in the near future.
With respect to the degree of visual fatigue, Yamauchi et al. assessed the incidence of fatigue while using a stereoscopic endoscope [13] . The results showed no differences in fatigue between 2D and 3D endoscopy during surgeries lasting approximately 1 h. In addition, to prevent eye strain, it is necessary to appropriately set the angle of the lenses and the viewing distance and to reduce the reflection of environmental light on the monitor. We performed surgeries for several hours without fatigue; therefore, the advances in the design of mechanical equipment may have prevented the fatigue that used to be caused by 3D endoscopes. The responses to the questionnaire regarding cadaver dissection with 3D endoscopes show that this method helps to grasp the complicated 3D structure of the sinuses and skull base, especially in posterior locations. These benefits of 3D endoscopy may also help in educating doctors, medical students, and nurses in the operating room.
CONCLUSION
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The 3D endoscope is superior to the 2D endoscope because the former facilitates an anatomical understanding of posterior structures of the sinuses and skull base. In addition, 3D endoscopy ensures a good precision of surgical manipulations.
Consequently, the 3D endoscope will likely become a standard device for endonasal surgery in the near future.
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